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1. High resolution inductively coupled plasma mass spectrometry (HR-ICP-MS) was used to measure Pb isotope ratios in standard solutions and Pb mineral digests.
2. The RSD values obtained for208Pb/204Pb, 207Pb/204Pb, 206Pb/204Pb, 208Pb/206Pb and 207Pb/206Pb were 0.13, 0.11, 0.11, 0.046 and 0.048%, respectively (values as 1σ).
3. This paper outlines a very simple and rapid analytical method for the measurement of Pb isotope ratios, and is one of the first studies to use HR-ICP-MS to measure Pb isotope ratios in galena and galena-bearing ores.
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May be slightly imbalanced: The article presents the information in a generally reliable way, but there are minor points of consideration that could be explored further or claims that are not fully backed by appropriate evidence. Some perspectives may also be omitted, and you are encouraged to use the research topics section to explore the topic further.
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This article is generally trustworthy and reliable due to its use of high resolution inductively coupled plasma mass spectrometry (HR-ICP-MS) to measure lead isotope ratios in standard solutions and Pb mineral digests with RSD values that are within acceptable ranges for accuracy. The authors also provide detailed information about their methodology which adds credibility to their results.
However, there are some potential biases that should be noted when evaluating this article's trustworthiness. For example, the authors do not discuss any potential risks associated with using HR-ICP-MS or any other methods used in the study which could lead to inaccurate results or conclusions being drawn from the data collected. Additionally, the authors do not explore any counterarguments or present both sides of the argument equally which could lead to a one-sided view of the data presented in the article. Finally, there is no mention of any promotional content which could influence readers' opinions on the topic discussed in this article.
[bookmark: _Toc5]Topics for further research:
· Potential risks of HR-ICP-MS
· Accuracy of lead isotope ratios
· Counterarguments to lead isotope ratios
· Promotional content in scientific articles
· Benefits of using HR-ICP-MS
· Standard solutions for lead isotope ratios
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